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Test report Number c 38599

oojgcJ.gt Exemestananalysrs:

Customer: Frank DawSOn

Batch:

Subject: Assay, ldentification

Method(s): HPLC

Samples: 1

Receipt: 27.11 .2015

Sample / Analysis:

Exemestane:

Method Status

ldentification
Content

HPLC
HPLC

G/N
G/N

Result Speclflcatlon complles

complies
99.3 "/"

complies I""

Method-status:

Remarks:

G=GMP A=accreditated
E = external lab

V = generally validated P = validated on product N = Dot validated

Signatures: "" r.rrlr#9*= \Nt'<1"
Staff:

completed:

14.O1.20't 6
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The enclosed results refer exclusively to the object of examination described above.
The measuring accuracy is available on request. Only handwritten signatures are valid.
Without wriften permission, it is not allowed to publish single parts of this report.
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